BD
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Certificate of Analysis

CBD Isolate Powder

# Batch#: 230250CC
Batch Size: 1g
Received: 04/18/2023
Completed: 04/18/2023

ICAL ID: 20230414-006

Sample: CA230414-008-008 230250CC
Strain: 230250CC

Category: Concentrates & Extracts
Type: Cannabinoid Isolate

ND 99.46 % 99.77% NT NT YES
Total THC Total CBD Total Moisture Foreign Matter Internal
Cannabinoids Marker
Recovered
Summary SOP Used Date Tested
Batch o Pass
Cannabinoids P REP-001 Higt 418 1 Complete
Residual 5olvents Pass
Microbials Pass
Mycotodns Pass
Heavy Metals Pass
ForeignMatter T Pass
Pesticides F ;-.;_" I Pass
Cannabinoid Profile
Analyte % mgfg Analyte % mE/E
THCa WD WD CBGa ND WD
AF-THC WD ND CBG ND WD
AB-THC WD ND CBN ND WD
THCW MD MD Total THC MD MO
CEDa WD WD Total CBD 99.44 994.63
CED 9944 9946 Total 99.77 997.64
CEDV 0,30 3.0
CEC ND WD

Total THC=THCa * OUE?7 = d9-THC + d&-THC; Total CBD = CBDa * 0877 + CBD. LOD= Limit of Detection, LOC= Limit of Cuantitation, MD= Mot Detected, MR= Mot Reported. Potency is reported onadry weight basis.
Instrumentation and analysis S0Ps used: Cannabinoids: UHPLC-DADYPOT-INST-005], Moisture-baisture Analyzer[MOISTURE-D01 ) Water Activity:Water Activity Meber WA-INST-002), Foreign
Material:Miorosoope| FOREIGN-001). Density measured at 19-24 °C. Water Activity measured at 0-30% RHL All Q& submitted by the diient, All CA State Compliance sampled using SAMPL-S0OP-001

Terpene Profile

Analyte % mgg  Analyte % mEE
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Residual Solvent Analysis

Category 1 Statws Category 2 Status Category 2 Status
] HEE PEE PEE

1,2-Dichloro-Ethane  MD Pass  Acetone M Pass n-Hexane MDD Pass
Benzene ND Pass  Acetonitrile MO Pass |sopropanol MDD Pass
Chloroform WD Pass  Butame WD Pass  Methamol WD Pass
Ethylene Oxide MND Pass  Ethanol MDD Pass Pentane 12732 Pass
Methylene-Chloride MWD Pass  Ethyl-Acetate WD Pass Propane MDD Pass
Trichloroethene WD Pass  Ethyl-Ether WD Pass  Toluene WD Pass

Heptane WD Pass Xylenes [w[n] Pass

MR= Mot Reported [no analysis was performed), MOi= Mot Detected [the concentration i less then the Limit of Detection [LOD]). Anahtical instrumentation used: H5-G0-ME: samples analyzed according to SOP RS-

INET-003.

Heavy Metal Screening

Status
Arsenic Pass
Cadmium Pass
Lead 0.007 Pass
Mercury Pass

NR= Mot Reparted [no analysis was performed), ND= Naot Detected [the concentration is less then the Limitof Detection [LOD)|. Analytical instrummentation usedt ICP-MS; samples analyzed according to S0P HM-

INST-003.

Microbiological Screening

Result Status

CFU/g
Aspergillus flavus MR MT
Aspergillus fumigatus MR NT
Aspergillus niger MR NT
Aspergillus terreus MR MNT
STEC Mot Detected Pass
Salmonella SPP Mot Detected Pass
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Chemical Residue Screening

Category 1 Status Mycotoxins L Status
ue/g He'kg

Aldicarb WD Pasz B1 WD Tested
Carbofuran ND Pasz B2 MDD Tested
Chlordane ND Pass G1 ND Tested
Chlorfenapyr ND Pass G2 ND Tested
Chlorpyrifos ND Pass Ochratoxin A ND Pass
Coumaphos ND Pasz  Total Aflatoxins WD Pass
Daminozide ND Pass

Dichlorvos ND Pass

Dimethoate ND Pass

Ethoprophos ND Pass

Etofenprox MND Pasz

Fenowycarb ND Pasz

Fipronil ND Pass

Imazalil ND Pass

Methiocarb MND Pasz

Mevinphos ND Pasz

Paclobutrazol ND Pass

Parathion Methyl ND Pass

Propoxur ND Pass

Spircxamine ND Pass

Thiacloprid ND Pass

Category 2 LOG Status Category 2 L Status

HE/E HE/E

Abamectin MDD Pass  Kresoxim Methyl ND Pass
Acephate ND Pass Malathion ND Pass
Acequinocyl MD Pasz  Metalaxyl MND Pass
Acetamiprid MD Pasz  Methomyl MD Pass
Azomystrobin MDD Pass  Myclobutanil ND Pass
Bifenazate MD Pass  Maled ND Pass
Bifenthrin MD Pasz  Osamyl MND Pass
Boscalid MD Pasz  Pentachloronitrobenzene MD Pass
Captan MD Pass  Permethrin ND Pass
Carbaryl MDD Pass  Phosmet ND Pass
Chlorantraniliprole MD Pasz  Piperonyl Butoxide ND Pass
Clofentezine ND Pass  Prallethrin ND Pass
Cyfluthrin MD Pass  Propiconazole ND Pass
Cypermethrin MDD Pass  Pyrethrins ND Pass
Diazinon MD Pasz  Pyridaben ND Pass
Dimethomaorph MD Pasz  Spinetoram MND Pass
Etoxazole MND Pass Spinosad ND Pass
Fenhexamid MD Pass  Spiromesifen ND Pass
Fenpyroximate ND Pass Spirotetramat ND Pass
Flonicamid ND Pass Tebuconazole ND Pass
Fludicxonil MND Pass Thiamethoxam ND Pass
Hexythiazox MD Pass  Trifloxystrobin ND Pass
Imidacloprid MD Pass

Other Analyte(s):

NR= Mot Reparted [no analysis was performed)], MD= Mot Detected (the concentration is less then the Limit of Detection [LOD]). Anahtical instrumentation used: LC-M5-045 £ GC-MS-MS; samples analyzed acoording

1o S0Ps PESTMYCO-LC-INET-004 and PEST-GC-INST-003.

Infinite Chemical Analysis Labs
8212 Miramar Mall

San Diego, CA

[B58) 623-2740
wwnwinfinite CAL com

Lic# CB-0000047-LI1C

Josh Swider
Lab Director, Managing Partner
04/18/2023

www.confidentcannabis.com

Confident Cannabis
All Rights Reserved
supporti@confidentcannabis.com

This product has been tested by Infinite Chemical Analysis, LLC wsing valid testing methodologies and a quality system as required by state Law, All LOC samples were perforrmed and met the
prescribed scceplance criteriain 16 CCR section 15730, pursuant to 16 CCR section 15725(e)(13). Values reported relate enly (o the product tested. Infinite Chemical Analysis, LLC makes no
elairms as to the efficacy, salety or other risks associsted with ary detected or non-detected levels of any compounds feparted herein. This Certifcate shall not be reproduced excepl in full,

without the written approval of Infinite Chemical Analysis, LLC.
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